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DECADE VOLTAGE DIVIDER NOW AVAILABLE 


IN THIS ISSUE 

Page 

Tikkse Ikcin - Cored 
Coius Again. 2 


• THE TYPE 6r>4-A Voltage' Divider, al¬ 
ways a useful laboratory device, was dis¬ 
continued during the war m order to con¬ 
centrate production facilities on more 
urgi'iitly needtNl items. We have ha<l a 
nuinl^r of requests for this item an<l are 
glad to announce that it is again available 
from stock. 

As shown in the accomptuiying photograph, this voltage dividiT 
has three dials, giving division factors of 0.1, 0.01, and 0.001, r('S|)ec- 
tively. Voltage ratios Ix^tweim 0.001 ami 1.000 can Lk? obtained 
in ste|)s of 0.(K)1 with an accuracy of rbO.2%. The division is 
accomplisluHl by the equivalent of two thn'cnlial decade n'sistance 
I Mixes, so connected that when resistance is taken from one lx>x 
it is added to the other to maintain the total resi.stance constant at 
10,0(K) ohms. This action is accomplished through the use of two 
Type 510 Decade-Re.slstance Units o|HTated from each control 
knob by means of a chain drive. All resistors are wound with an 
alloy wire of such characteristics that no difficulty due to thermal 
cmf will lie encountennl in direct-current measurements. 

The Type 654- 
A Voltage Divider 
is currently piiced 
at $100.00 plas 
10%. Compli*t<; 
six'cifications will 
be sent on n*(iuest. 


Panel view of the dec> 
ode voltage divider. 
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THOSE IRON-CORED COILS AGAIN 


Siiifo piibliciitioii of the article on 
iron-cored coils in the Experimenter a 
few yours ago’, considerable use has 
been made (hiring the intervening years 
of the theory developed therein. It is 
not surprising that there have emerged, 
during that period, a number of ways 
in which the use and application of the 
theory may be simplified. 


of Q curve will be obtained at constant ^ 
freciuency and varying permeability as 
with constant permeability and varying 
frequency. 

The Q of the coil will vary from a 
low value with the core interleaved up 
through a maximum value at some in¬ 
termediate air gap and down again to a 
low value at a large air gap. 


PART I 

INTERCHANGEABILITY OF 

PERMEABILITY AND FREQUENCY 

One of the more significant improve¬ 
ments has to do with the method of 
securing empirically the information 
needed for a particular lamination 
structure. This needed mfoniiation con¬ 
sists of the maximum storage factor Q of 
a full coil wound on the lamination 
structure, the frequem\v at which it 
o(‘curs, and the law of variation of in¬ 
ductance’ with cenler-leg :ur ga]>. 

Theory 

If reference be. made to page 9 in the 
App(mdix poHion of the March, 1942, 
article, it will be seen that for a given 
structure l)c varies invei’sely while D* 
varie.s directly as the product/ju. Hence, 
if frefjuency is held constant, dissipa¬ 
tion factoi*s Dc (copper loss) and D* 
(eddy-current) are functions solely of 
(’ITective permeability g. Thus, 

Dc = - a?i<I n. = eV (24) & (25) 

where, 

, lOVc/f , , 2Tr^S:r (20) c\: 

HTT^/SAa 3p<10^ (27) 

(Measurements an* postulated at very 
small R, where liy.^^tiTesis loss is negli¬ 
gible.) f nnseqiumtly, the same shape 

•P. K. McElroy and II. F. Field. "Uow Good is aa Iron- 
Cored Coil?" General Radto Experimenter, March, 1942. 


Technique 


It will be necessary to choose an aj>- 
propriate frequency at which to make 
the measurements, in order to be sure 
that the j^eak occurs somewhere near 
the geometric center of the inductance 
range covered. While experience will 
usually provide a guide to the selection 
of the measuring frequency, a more re- 
hable one is provided by the expression 
for fm :md a few measurements on vari¬ 
ous types of cores. 

The frequency at which the Q of a coil is a 
miiximum is given by the expression 


_ l(y 

4irV^ \ iS’Aa 


(23) 


These frequencries are made lower as the size 
of the core is increased, as the laminations are 
made thicker, as the permeability of the core is 
increased, or .as the resistivity of the core is 
decreased. Both of the last two reasons, for 
instance, operate to make an A-metaJ core re¬ 
quire a lower measuring frequency than a 
silicon-steel one. 

If the frequency chosen were that corre¬ 
sponding to Qm for an interleaved core, the 
measured p(»int8 would all fall at and on one 
side (the left) of the maximum, while for the 
frequency corresponding to no iron (air core) 
the distribution of points would be on the 
other side of the maximum. A convenient fre¬ 
quency is the* geometric mean of the two values 
of fm corresponding to Qm for the Interleaved 
core and Qm for the air core. This frequency 
corresponds to a m which is the geometric mean 
between that of the interleaved material and 
the effective value for the air core.* 


^Tbis ViUue is greater than uaity for at least two reoaons; 
(1) The turoK are not concentrated in a single layer, but 
RU tbe whole window, thus yielding a larger inductance; 
and (2) tbe flux path external to. tbe center leg ia a much 
greater fraction of tbe total. 
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For example, meiu^ureinents of a number of 
roUa with cores of 4% silicon stwl indicate that 
the ratio of inductance, and hence ec|uivalent 
ixjrmeability, Iwtween air core and full-inter¬ 
leaved core is about 65. For an initial per¬ 
meability of the core material of 470, the equiv¬ 
alent air core permeability is then about 7. 
Using the geometric mean of GO in Fiquaiion 23 
gives the optimum frequency for taking data 
for the bumped Q curve. For A-metid, the 
permeability values are 2500 and 7, giving a 
geometric mean of about 130. 

The following table indicates the optimum 
measuring frequencies for gathering data for 
humpetl curves ns functions of the lamination 
size and material (in the order of size). The 
dimensions of the four standard Gil lamina¬ 
tion 8ha|)es here discussed appear in Figure 1. 
Lamination 4% SiLitx)N Stkki. A-Mktai. 


74G 1805cp8 7S2 c|>8 

345 823 439 

486 612 327 

3G5 462 — 

'rhe.se figures c»ui Ik* compared with the notes 
following shortly below* and with the distribu¬ 
tion of plotted points on the curves in Fig¬ 
ures 2 to 11. 

In the examples illustrated by those figure.**, 
various combinations of lamination shn|)e and 
material appear. It should be noted, in con¬ 
nection with all the curves mentioned here, 
that a point representing mejisurcmcnta on tui 
air-core (^oil (ferro-magnetic material com¬ 
pletely removed) generally lies right on the 
curve which goes through the jioiiits repre¬ 
senting conditions where there is some ferro¬ 
magnetic material in the circuit. These points 
are identified on the plots by on adjacent 
letter “A.” A letter *‘B” on each plot will lie 
placed adjacent to the point representing a 
butt joint ill the center leg (interleaved out¬ 
side legs), and a letter “F’ beside the point 
representing the completely interleaved con¬ 
dition. 

Some notes correlating the symmetry of the 
bumped curves with the measuring frequency 
are given in the captions. Unless otherwise 
stated, fair symmetry w*a8 achieved. 


necessity to riMlnce the data so tliat 
plotting can be done against the elTective 
IxTineability to which the inductance 
is, by definition, strictly proportional. 

Each of Figure.^ 2 to 8 will Ik* seen to 
carry two additional curves. The second 
curve, which slopes downward from 
left to right, is ol)tain(»d (from the 
original data) by plotting measured 
ccnter-leg air gap in mils against meas¬ 
ured inductance (at the initial permea- 
lil^ility level)*. These curves would have 
a constant downward 45^ sIojk? (induct¬ 
ance inverse with air gap), wore it not 
for the effects of fringing, of the reluc¬ 
tance of the magnetiir material, and of 
the equivalent reluctance of a ])utt joint. 

The third curves, sloping upward to 
the right, are derived from tlie second 
one.s. For them, the ordinates are the 
same as for the second ones, namely, 
inea.surcd air gap. The abscissae, how¬ 
ever, are frequencies in cycles according 
to the scale at the top of the figure. 
These frequencies are the frequencies 
at which the maximum Q occurs for 
various air gaps. Tliis <*urve can Ix^ 
used to decide what air gap will give 
the best compromise between stability 
of inductance against voltagi* changes 
and high Q at the dcsiix*<l frcfpiency. 
When the air gap has Ikxui decided 
upon, the frequency at which the maxi¬ 
mum Q will occur can lie read from the 
cur\'e. 

*Xo points for air^oro. interlottvod, or butt joints are 

included, since it ie impoesible to assizn speoifio values 
of air snp to theee conditions on the log-log chart. 


Plotting the Curves 

The plots arc all made with values of 
Q as ordinati^s, and values of inductance 
as alisci-ssae. Since the only information 
to be extracted from the humped curves 
is the ma.\iinum Q reached, then* is no 

Figure 1. Dimensions of core laminations used In 
measurements. 
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If, now, the center point of a hiiniped 
cardboard template be laid on the chart 
at the point where a vertical line cor- 
respondinjj to the frequency indicated 
jvs alxjve intersects a horizontal line 
representinj; the characteristic of 
this structure independent of air gap 
(passing through the peak of the original 
humped curve), one can read the Q of 
coils on this structure (having the 
<‘hosen air gap) at any other frequency. 

To derive the third curve from the 
second, use is made of the relationship 
that Q„ occurs at a frequency which is 
inverse with effective penneability, i.e., 
with inductance. The product, then, of 
inductance and frequency for (?„ at all 
points Is the same. The value of this 

Figure 2. A coil wound on a small,or postoge-stomp, 
core (GR 746) of 29-gauge 4% silicon-steel lomino- 
tions with on wide center leg stacked high 
was measured at 1 kc, but the plot was quite lop¬ 
sided, with most of the points on the low-inductance side 
of the peak. The frequency should have been higher. 

Figure 3. A coil on the some core as that of Figure 
2, employing 29-gauge A-metal lominations, was 
meosured at 1 kc, which was nearly the correct 
frequency. 

Figure 4. A coil on a 345 core of 26-gauge 4% 
silicon-steel laminations, having a square center 
leg, was measured at 700 cycles. The laminations hod 
a blunt-angled nose. (See Figure 12.) 

Figure 5. The same coil as in Figure 4, but with 
square-nosed laminations. Unfortunotely, they were 
availoble only with a center-leg air gap no smaller 
than Therefore, there are no points between 

approximately 0.25 henries (corresponding to 


product can be obtained by multiplying 
the frequency of measurement by the 
inductance at which maximum Q of the 
humped curve occui*s. If Figure 8 is 
taken as an example, the maximum of 
the. humped curv’e occurs at 0.24.5 hen¬ 
ries, and the measuring frequency is 
400 cycles. The product of the two is 98. 
The air gap corresponding to 0.245 hen¬ 
ries is 68 mils at 4fK) cycles. To obtain a 
point on tJie third curve corresponding 
to any point on the second curve, divide 
the abscissa for the second curve into 
98, from which will be obtained the 
abscissa for the third (airvc. The ordi¬ 
nate is the same for both. The end result 
is two r*urvei?, mirror images of one 
another. 

air gap) and 1.3 henries (corresponding to completely 
interleaved laminations). The two sloping curves are 
short for the same reason. Within the range where 
both have points, the curves of Figures 4 and 5 
should be ond actually are sensibly in the same 
locations; 

Rgure 6. A coil on the some size core, but mode 
from 29-gauge A-metal laminations, was measured 
at 400 cycles. 

Figure 7. A coil on o 485 core of 26-gauge 4% 
silicon-steel laminations, having a square center 
leg, was measured at 400 cycles. 

Figure 8. A coil on the same size core, but mode 
from 29-gauge A-metal laminations, was measured 
at 400 cycles. 

Figure 9. A coil of 8800 turns of No. 30 enamel on 
365 core of 26-gauge 4% silicon-steel laminotions, 
having a 1^'^ square center leg, was measured at 
400 cycles. 
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Comparison of Graphic Results 
With Theory 

The following equiitions arc repeated 
from the March, 1942, article: 


KW 


/. 


- = <^> 

4 Tfjuo \ 0*4 a 

If they arc combined elimbiatiiig 

g, the following equation ref»ults: 




(28) 


This equation yields a figure for th(^ 
value of inductance at which the top 
of the humped ciu*ve should occur for 
the particular measuring frequency em¬ 
ployed. This is compared in the follow¬ 
ing table with the value obtained 
graphically from each plot. 


L_Q 


lam. 

mat. 

calc. 

act. 

calc. 

act. 

746 

SS 

2.76 

2.95 

28.0 

30 

746 

A 

2.59 

2.43 

26.3 

25 

345 

SS 

0.219 

0.24 

40.6 

42 

345 

A 

0.442 

0.42 

46.9 

43 

485 

SS 

0.198 

0.216 

54 9 

54 

485 

A 

0 228 

0.244 

63.4 

63 

365 

SS 

28.7 

33 5 

72.1 

71.5 


Figure 10. A coil wound with 972 turns of No. 20 
enamel, measured at 400 cycles. 


lilt lie .Kaiiie way tliefollowiiigeciuation 




1 ISp,SAa 

S\l pjl 


( 22 ) 


gives the maximum height which should 
be reached by the humped Q curve. 
This likewise is compared with the 
gi-aphically obtained value in the table. 

It will be noted that the agreement 
between theory and measurement Is 
fairly good when the vagaries of ferro¬ 
magnetic rnateriaLs are borne in mind. 


Air-core Point 

The fact that the point representing meas¬ 
urements on an air-core coil falls on the curve 
as closely as other points may at first thought 
seem strange. However, this point represents 
the extreme limit of low permeability where 
copper loss is the sole factor in determining Q. 
For this condition the flux cutting the copper 
is identical with that for an interleaved core. 

In order to demonstrate that this point 
belongs on the curve, extra points to define 
the curve were taken for Figure 9. The two 
points to the right of point A represent air 
gaps of 1 H inches and 1H inches, respectively. 
The third point corresponds to a ^inch gap, 
the longest normally measured. 

Eddy Currents in Copper 

It will be noted that a number of points in 
the middle of the Q curs^es (that is, for moder¬ 
ate-length air gaps) of Figures 10 and 11 do 
not fall on the curve. This is attributable to 
increased eddy-current losses in the copper. 


Figure 11. The some coil measured at 1 kilocycle. 
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The original theory* included the assumption 
that eddy-current losses in the copper were 
negligible. For moderate air gups, however, 
this assumption no longer is valid. Unless the 
air gup is quite small, nearly all the magneti> 
motive force is concentrated across the g.ap. 
This results in excessive fringing at the gap, 
.‘uid the lines of fringing flux cut the copper, 
inducing eddy currents. The resultant increased 
loss in the copper reduces the Q below the ideal 
value to be expected from the shape of the 
curves. With larger gaps, approaching the 
length of the center leg, the leakage flux field 
has expanded considerably, and much of it goes 
out around the copper, ^leanwhile, the olunic 
lo.sses in the coil have gone up considerably, 
owing to the increased current, and are far 
larger than the remaining eddy-current losses. 

From the winding data given in the caj)- 
Lions to Figures 9, 10, and 11, it will be seen 
that the loss increases with increasing wire 
size and with increasing frequency, as eddy- 
current loss would be expected to do. 

As was done in the case of Figure 9, two 
extra |wints were taken, those at the right of 
pomt A, to see whether this analysis was cor¬ 
rect and the points would gradually approach 
the humped curve. They did so very nicely 
on Figime 10 and pretty well on Figure 11, 
although the right-hand one of the two was 
somewhat of a sport. 

Eddy Currents in Iron 

There is one further phenomenon indicated 
by the plotted points. In Figure 3 the |X)int 
marked “I" is way off the humped curve. A 
ready explanation comes to hand. This figtire 
represents data taken on a core of A-metal 
laminations. These laminations had no insulat¬ 
ing coating to prevent interlamination eddy 
currents in the way that the scale on silicon 
steel acts. It is believed, therefore, that there 
were at the time of measurement excessive 
interlaminatioii eddy currents. These acted to 
push the point away from the curve by two 
effects. First, the extra losses reduced the Q, 
which pushed the point down. Second, the 
extra eddy currents reduced the inductance of 
the coil, thus pushing the point to the left. 

Over-all Results 

It can now be .seen wbat a <*on.'*i(ler- 
able amount of infonnation has been 
made available as a result of a single 
.scries of measurements, with varying 

* Loo. oil. 

Figure 12. Types of laminations: (a) blunt-ongled; 
(b) sharp-angled; (c) flat. 


air gaps in the center leg at a single 
frequenc 3 ^ The Qm of the magnetic struc¬ 
ture has l^eeu determined, from which 
the Qm for other alloys and thicknesses 
of laminations can be easily deduced 
by method.s given in the March, 1942, 
paper. The set'oiid or downward-sloping 
curve, wlien taken in conjunction with 
the known number of turns of the coil 
used in making the measurements, gives 
all the information needed to choose 
the number of turns for a coil of any 
inductance (at initial permeability) with 
a given air gap. The third or upward- 
sloping curve tells what air gap to choose 
in order to get the maxmmm Q at any 
particular frequency. Once a specific de¬ 
sign has been determined by use of the 
second and third curves, its Q behavior 
at all frequencies can beforecast by using 
the cardboard template, as suggested 
in a prior paragraph and more fully 
covered in the March, 1942, article. 

The method of securing information 
suggested in this article is much simpler 
than that used in the prior one, since 
data need be taken for only one instead 
of several himiped Q curves. Lest it be 
thought that the more compheated 
method used to secure the information 
diagraimned in Figure 1 of the March, 
1942, article was unwarranted, it should 
be noted that the simiihcity of this 
present method is dependent on facts 
adduced therein. If it had not already 
been demonstrated by actual measuro 
ment that the of a coil occurred at a 
frequency /„ which varied invcreely 
with the inductance, that is, was higher 
with larger air gaps, the construction 
of the thinl curves from t he second ones, 
purely mathematically, could not have 
been justified. 


0 b c 
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Example of Use of Complete Theory 

All example might be given of a place 
where the infonnation just described 
would be needed and used. Suppose it 
was desired to build a series of high-pass 
filters having the same impedance and 
attenuation characteristics but with a 
series of cut-ofif frequencies. Figure 13 
.shows the siinide configuration of 
such a filter. The requirement of similar 
attenuation characteristics must be in¬ 
terpreted as requiring the same Q for 
all the coils. By the rules of filter design, 
the inductance is inverse with the cut-ofT 
frequency of the filter. By the rules 
which have just been developed, the 
permeability (or inductance) of a coil 
should be inverse with the frequency 
at which its Qm is to occur. Since the 
Qm should occur in all filters with the 
same relation to the cut-off frequenc^^, 
that is, approximately at cut-off fre- 
cjiiency, the concliLsion is that the design 
of this grou|> of filters is quite simple. 



The .same coil winding caji be used for 
all of them (barring unforeseen diffi¬ 
culty). The only differences between 
coils for filters of different frequencies 
will Ik; the center-leg air gajjs in those 
coils. The capacitance values will vary 
inversely with the frequency. The num- 
l)er of different coils required is thus 
kept at a minimum, although the lami¬ 
nations must be assembled into them 
different!}'. — P. K. McElroy 


GLOSSARY 


/ = frequency of alternating voltage A 
and current. 

L — inductance of coil; henrys. a 

fp = total r-m-stiux in the iron; maxwells. 

M = incremental fxirmeability (effec¬ 
tive) of magnetic circuit. 
i = length of average turn; cm. 

N — number of turns of wire. 
irdr 

T 

(total copi>er cross .section); cm^. 

5 = lamination tliickness: cm. 


*S‘ = ;V • 


= effective window area 


= total geometric cross section of 
magnetic path; cm'*'. 

= stacking factor of iron; dimen¬ 
sionless (ratio of effective area of 
core material to inside area of 
coil tube; deficiencies are occa¬ 
sioned by scale, burrs, iKjnt lami¬ 
nations, core-plating, etc.). 

= mean length of flux path; cm. 

= resistivity of copper; ohm-cm. 

= resistivity of the lamination mate¬ 
rial; ohm-cm. 
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